[An instrument for hepatic artery compression in palliative treatment of liver metastases using repeated ischemia. A model and experimental study].
Method of interrupted ischaemization of the liver afflicted with metastases from colorectal cancer is not definitively evaluated yet. Using the literary reports the authors proposed (in cooperation with MEDIN) a instrument for compression of the liver artery, economically easy available. The reability of this instrument was tested in model conditions and his safety to the tested artery was proved on the experimental animal.